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y  '  Rosemount  icc  detectors  were  installed  at  four  New  Fngland  location.s  to 
collect  information  on  their  response  to  icing  near  the  eartli's  surface.  Data 
wore  collected  for  11  icing  events  during  the  1970-80  winter  season.  Tliesc 
included,  for  each  icing  event,  the  recordeti  output  of  the  ice  detectors,  the 
mass,  thickness  and  physical  properties  of  the  ice  on  a  control  cylinder,  atid 
meteorological  conditions  pertinent  to  the  field  tests.  'I'he  data  were  analyzed 
to  determine  how  accurately  ice  amounts  on  the  l  ylinder  could  be  estimated 
from  the  output  of  the  ice  detectors.  Results  indicate  tliat  the  detector 
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.^ould  bo  oxceUent  for  objectively  estimating  icing  amounts  on  a  cylinder  for  I 
in -cloud  icing  on  mountaintops.  A  slight  modification  and  further  testing  is 
necessary  to  best  use  the  instrument  to  estimate  icing  amounts  from  freev.ingl 
rain  or  drizzle.  A  ntethod  for  making  standardized  observations  of  the  mass 
and  thickness  of  ice  on  cylinders  with  varying  diameters  is  also  presented. 
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Field  Tests  of  a  Surface  Ice  Accretion  Measurement  System 


I.  BAC.KGHOUM) 

An  >)('f-the -shelf  it-e  tietector  nianufai  luted  by  Kosomount  I'ngineering  Company, 
Minneapolis,  Minnesota,  was  tested  in  a  climatic  ehamberto  dtdermine  its  capability 
to  measure  ice  accretion  in  a  way  that  could  be  related  to  the  accumulation  of  ice 
in  stationary  surface  structures.  'I'iit'  ice  dete<tor,  Modtd  872  DC,  is  shown  in 
I'iyure  1.  It  is  one  of  si'voral  moilels  that  is  used  primarily  to  ileteel  icing  in  tile 
intaki-  (lortion  of  turbo  machinerv  such  as  air<-rali  engines.  1  he  .sensor  on  the 
detector  is  evlincrical  (2.7  cm  hing  and  0.  (J  cm  in  diumi'ler)  witli  a  hemispheric  lop. 
It  oscillatt's  tdtrasonieal  1 V,  and  as  ice  builds  u(>  on  it.  tin'  rr('()uencv  of  oscillation 
shifts.  When  the  ice  reaches  a  (iresei  .amount,  an  internal  hiiater  melts  thi'  ice  off 
the  sensor  and  the  adiaceni  part  of  the  detector.  In  about  7  see  the  unit  is  ready 
to  sense  suhsi’puent  icing.  '1  he  i  limalic  chamlier  tests  indicated  a  high  linear 
correlatio/t  between  Ihi-  number  of  detector  deicing  cycles  :md  the  mass  and  thick 
ness  ol  ice  i  ■ ;  a  nu.t  1 1  v  measured  isn  r  ilindei's.  A  detailed  description  of  the  instru¬ 
ment,  the  lest  conditions,  ;m  oyei-yieu  on  the  dynamics  ol  ming.  and  an  analysis  of 
die  lest  le.-nills  his  been  [inlilished  ni  i  iii'i-yloiis  Vltil  cciiorl.  ^ 

'll  •  1'.'  !  I,e  e  ltd  1  e  .f  1,  ,11  |''  |»ecemhl'r  i  '.do 

i  .  I  o  ,  I  I .  I  , ,  ,  I  •.  J  :■  o  I  !  1 1: 1  1 1  I .  (  It  .  I.  |i.  ■  '  I  I  r'  e  e  ice  \  ■  ret  i  i  ij) 

'.!■  lie  m  . •  e m7^  \  I  f ; I  “TIT m  ^on  VirToTTrni; 


l  iuui  i'  1.  Tin'  l{i)s('iin)uiit  M()(i('l  8721)(.'  lr('  I  )i’toi-io!'. 

I  hi’  siMisinu  iir'ohr  sits  alO()  tfic  25. -) -rin  (10-iil.  ) 

-it'Ul.  hui'inc  llic  s<misoi'  and  llin  top  7  .  U  mi 

(t-i-in.  1  Ilf  the  r^tinil  anc  linati'it 

Sulisoqucnt  to  tlin  (losiiivc  I'csnlls  of  the  clinuUu-  ('hani  1)0 r  tc'sts,  if  was  dorulcd 
to  olisi'fvo  tlu'  id'  dotoi  loi-  in  iho  inoi'i'  lui'buloni  and  variablo  natural  onvironmont. 
Our  ro.il  was  to  dolornitni'  if  tlio  rolalionships  hot  worn  instrunionl  oulpul  and  tlio 
mass  and  (hii  knoss  of  ice  on  cvlintlers  could  be  used  to  develop  a  niothod  of  ob- 
lectivelv  estimatinif  Ice  aecrelion  atnounts.  Observations  of  ieing  amounts  would 
be  useful  for  nianv  applications —anticipating  I  ransporlation  disruptions  or  power  and 
communii'ation  outitgi’s.  The  1.  S.  .‘\ir  l-'orce  is  most  concerned  about  accurate 
icinc'  desit^n  criteria  for  susce|)tible  surface  structures  such  as  coniniunications 
lowers  and  radomes  which  are  prone  to  destruction  under  a  heavy  load  of  ice.  Kor 
exannib',  an  .Air  l-ori'c  communications  tower  atop  a  mountain  in  Italy  was  severely 
damaeed  in  March  In7l'  due  to  a  much  larger  ice  .-u-cumulation  than  the  amount 
estimated  for  the  (ireconst ruction  design  criteria.  .Although  overly  conservative 


tIcsitjM  would  ciiham-o  survivabilitv,  ihov  would  yroatly  increase  construction 

costs.  Accurate  icin^  inlorination  would  also  enable  designers  to  locate  structures  in 
nearbv  less  susceptible  Uications  or  plan  for  backup  equipment  in  heavy  icing  areas. 

In  order  to  improve  the  aecuracv  of  icing  design  values,  it  will  be  necessary 
to  collect  standardized  icing  observations  at  a  representative  number  of  sites  where 
conventional  weather  observations  are  also  available.  Data  collected  could  be  used 
to  develop  models  relating  icing  rates  to  synoptic  conditions.  Ice  amounts  could 
then  he  inferred  tor  locations  where  there  is  knowledge  of  the  frequency  of  condi¬ 
tions  that  produce  icing.  Ullimatelv,  the  collection  of  actual  icing  observations 
could  he  used  to  make  more  refined  estimates  of  ice  amounts. 


u,  rill  uiM  i  K  ni  i.i)  riwsi's 

Kosemoiint  .Motlel  i!721)C  ice  detectors  were  mounted  on  a  stand  and  installed 
It  till'  tollowing  tour  New  f'.nglaiul  sites: 

ta)  t.oon  .Mountain  Summit,  1, incola.  New  Hampshire  (elevation  P15  ml 

(h)  Uesli’o!  1,  Massachusetts  tidiwatioii  til  ml 

ic)  Ilaiiscom  .'Xfli,  Massachusetts  (elevation  70  mi 

(  J)  Hlue  Util  tihservalorv,  .Milton,  JVIassacliusetts  ii’levalion  IdO  ml 
l  ues.'  locations  .irc  shown  graphicallv  In  I  igur’  2. 

2. 1  l.i|iii|iMiciil 

A  cvlititic;'  2. -a  cm  (1-in.  )  in  diameter  and  30.  a  cm  (12-in.  )  in  length,  was 

suuuitc  1  on  a  wind  vam*  colocated  on  the  stand  with  the  ice  detector.  I'his  arrange- 

•  :cn;  c;in  hr  see;:  in  l  igure  3  that  shows  the  in.stallation  at  Westford.  The  cvlinder 

^:■u:  normal  ■’  ’iie  wind  flow  hv  ilie  vane  to  standardize  thickness  mea.surement; 

1.  O'  I'c  ren:o\c(i  to  leiernune  the  mass  of  the  ice.  'J'he  distance  between  tlie  vane 

i:  1  'll'  ;  I  Icii  cior  IS  approMimaiel V  1  meter. 

;  a.'  o  o  ict.'i  toi  woi'Ks  in  eoniunctuin  with  -i  Model  .724(1  controller,  located 

in  I  I  I  ,  til  it  l■l•,l:Iil  lies  the  healing  cvclcs  and  oiilpuf  signals.  Details  of  the  opera- 

■> 

I'M  c  ho  aniii  1  m  luo  U'.s.'miuiiu  instruction  manual."'  In  addition  to  the  tee  de - 

■  .  'o  :  -vsti";  .  •  iitiiiiii.eni  .It  each  sito  incliuled  .a  2-channel  recorder,  a  digital 
I':-;''  ■.  a  \ci  iiici  iiliiiri.  .ind  a  triple -lieam  li.ilaiu'e.  1  he  recorder  was  used  to 

■  'ill',  till  ii>.  rcic  oulpti:  itii.it  IS.  to  indicate  each  healing  cvele)  on  oni'  channel  ;uid 
■M  i.'i  .1  iM  '.olta,'."'  tliai  sii.'w-  ilie  change  in  voltage  as  ice  builds  up  on  the  sensor  on 
i"  otiM  t  iiamiel.  1  he  <oui.li  r  sinpilv  registered  the  total  number  of  heating  i  vcles 

an  I  liic  i  i.icr  .  alipcr  was  used  to  measure  tiu'  tlinien.s ion.s  of  the  ice  on  the  cvlinder. 
I  ill'  I  as-,  o'  ICO  on  liio  i  vllnder  was  determined  on  the  beam  balance  after  placing 

■’lo  .  loid-'l'  Old  ii  ■  il;  o  'll  is'i  hoc. 

!.  h'osoe.  line.  Iio.  I  I  Insi  rtiil  ion  .Manual  .a7,'i22(',  Koseniounl,  Inc.,  P.O. 

I'lox  tolic,  ,'<l  I  nil' '  1 1  lol  Is  ,  Miniii'Snia  Ti-rnlTTa. 


Our  previous  report  on  the  Rosemount  ire  lietortor  (lesrrilu’ii  41;  1 -hr  l  Uniatic 
chamber  tests  using  the  Model  872l)C  iie  detection  svstem.  t)ne-|)alr  were  w’ith 
freezing  rain,  the  other-half  with  in-rloud  icing.  After  each  1-lir  test,  the  mass 
)f  the  ice,  MHIT,  and  VIT  were  determined  for  the  'J.n-rm  iliam  cvlimier  (in  addi¬ 
tion  to  otlier  cylinder  sizes).  'I'he  number  of  deicing  cvcles  was  also  recordf'd  lor 
tliree  ice  detectors.  Two  of  the  ice  detectors  wen’  Model  ti72li(’.  1  he  ttiird. 

Model  iiTlKA,  differs  onlv  in  the  lengtli  and  configuration  of  the  strut.  1  he  least- 
squares  linear  regression  information  for  the  mass  of  ice  on  the  cvlindi’r  versus 
the  number  of  cycles  for  each  detector  is  given  in  fable  2.  J  he  regression  lines 
for  the  freezing  rain  and  in-cloud  icing  data  in  1  aide  '2  are  shown  in  I-igure  4.  1  he 

marked  improvement  in  the  regression  information  bv  separating  the  freezing  rain 
and  in-cloud  icing  tests  indicates  that  the  ice  detector  responds  differently  to  the 
two  types  of  icing.  This  is  discussed  in  the  re()ori  on  the  chamber  tests.  * 

Table  2.  Linear  Least -Squares  Regression  Information  for  the  Mass  of  Ice  on  the 
25-mm  Diam  Cvlinder  vs  the  Number  of  Instrument  t'vcles  for  Lach  Detector,  and 
for  All  Detectors  Combined  Based  on  the  Climatic  Chamber  rests.  (Results  are 
given  for  all  conditions  together  and  for  the  freezing  rain  and  in-cloud  icing 
conditions  separately) 


Conditions 

Detector 

Number 

Model 

Number 
of  Test 
Points 

Slope 

5 

Intercept 

t'orrolation 

(r) 

SKK 

(grams) 

All 

I/H72UC 

42 

3.44 

10.  20 

0.  80 

29.  2 

All 

2  /  87  1  f  A 

41 

3.  66 

7.42 

0.  80 

29.  6 

All 

3/ 87 2  DC 

42 

4.  32 

8.  94 

0.7  9 

29.  8 

In -cloud  icing 

1/87  2  DC 

21 

1.  8!) 

9.  52 

0.  92 

8.  9 

fn -cloud  icing 

2/;c  If  A 

20 

I.  !)4 

8.  12 

0.  93 

8.  3 

In  -cloud  icing 

3/87 2 DC 

21 

2.  38 

H.  99 

0.  94 

7.9 

In-cloud  icing 

All 

62 

2.  01 

9.  35 

0.  92 

9.  0 

Lree/ing  rain 

1/872DC 

21 

5.  33 

1  1.  43 

0.  99 

9.  4 

freezing  rain 

2/87  1  (■  A 

21 

5,7  5 

5.  11 

0.  99 

!►.  9 

freezing  rain 

3/872DC 

21 

6.  97 

6.  61 

0.  98 

11.  9 

freezing  rain 

Ml 

63 

5.  82 

9.  10 

0.  98 

13.  3 

Two  of  the  four  Model  872DC  ice  detectors  used  in  the  climatic  chamber  tests 
were  also  used  in  the  field  tests  at  Ilanscom  (detector  1)  and  Loon  Mt.  (detector  .3). 
To  smooth  out  the  differences  in  the  response  of  the  individual  detectors,  it  was 
decided  to  poctl  the  data  for  all  three  detectors  to  develop  linear  least-squares 

13 


I'lio  r.>i-  i.  i-  liii.  kiu-ss  in  'I'ablc  I  basfd  on  a  i-adial  it-c  thickness 

con-  c:i!  :>rcsc-',l --.I  in  ^in-  -  liinalic  ciiambi'i'  test  cepoi't.  *  'l  liis  iniplies  that  iciti^ 

A  ill  |ii  o-luc"  .1  niiii'orn;  -  o.itinc  on.  .i  cvliiiiiiT,  so  llial  ihe  thickness  of  ice  is  the 
;  ;i  - 1  i  us  ,  if  I  h-  ■  .  1 1 ' Ii  •  r  .i.'ri  n  c  m  i  nns  the  na  -  )i  ns  of  tin-  ■  vl  i  n-  in  in  I'nmii  s  i  n ,  nl  e 
.  ■  i':  ■  ct  1  ,  the  t  lino  Cl  ■!  i  -  a!  calia!  ice  tliickncss.  '1,  can  he  calculated  nsiiia  ihi- 
1  ■  \  I ) ; '  A- s  s  !  o  n 


whene  Mj  is  the  mass  of  ici-  on  tlie  cvlinden,  ^  is  the  ice  dnnsitv,  I,  is  the  leiiath 
if  the  -  vlin-lcn,  and  n  its  nadins.  l■'o^  :i  2.  at -cm  diam  cvlindtu'  u  itli  a  leiiytli  of 
20. -I'i  i-m  (1  ft)  and  usina  an  ici' dmisity  0.  8  y  cm  foe  ice  fonmed  liy  freezing  nain. 
I'lq.  (2)  tiecomes 


T 

r 


1/2 


1.  27 


(4) 


where  the  estimated  radial  ice  thickness  for  freezing  rain,  is  in  cm,  and  Mj 

is  in  grams  per  20.  5  A'm  cylinder  l<‘ngth.  For  in-cioud  iiting,  an  ice  density  of 

.3 

0.  6  g  cm  is  used  in  Fq.  (2)  so  that 


where  T  is  the  i-stimated  radial  ice  thickness  for  in-<don<i  icing.  'J'hc  derivation 
c 

of  Fq.  (2)  ami  ihi'  rationale  for  tlie  choi.-e  of  values  for  iite  densitv  is  discussed  in 
liet.'iii  in  Section  (i  of  tin'  l  iimatic  chamher  ti'st  report.  ' 

The  tliickness  of  ice  on  ;i  structure  is  necessarv  tor  tin-  engineer  to  calculati' 
the  increasi'd  surfa<  e  area  titat  will  In-  exposed  to  wiinl  loading.  During  natural  ice 
accretion,  ii-e  thickness  varies  and  assumes  a  vari<'tv  of  sliapes  dt'pt'uding  on  tin' 
orii'ulation  and  size  of  tin'  colh'cting  surfaci'  and  tin'  svnof)tic  ('onditions.  Also, 
ice  m;iv  remain  on  a  slructuri'  for  some  linn' after  a  storm  and  subsequent  strong 
wintls  m;iv  In'  from  a  different  dirt'ction.  Although  radial  ice  thickness  does  not 
descrihi'  tin'  shape  of  ai-creted  ice  occurring  undt'r  natural  conditions,  it  is  a 
reasonable  compromise  for  calculating  increased  surface  area,  for  all  possible 
orientations  to  the  wind,  of  a  rigid  ic('  coated  structure. 

In  Table  1,  the  estimated  values  for  the  iee  thickness  are  represented  by 
and!'*,  where 
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I  liis  is  i<ir  comparison  with  JVJKJ'i'  and  VJT,  since  tlio  actuai  increase  in  llie  lliick- 
ness  of  the  rvlindei'  f)ius  ice  is  twice  the  ratiial  ice  tliickness.  A  good  estimate  ol 
tiie  thickness  woulii  fall  lietvveen  tlie  MRIT  ami  tlie  VIT. 

I'iie  information  on  tlu'  tvpe  o|' vveather  in  'i  able  I  shown  that,  /reqiienliv,  a 
varii'tv  of  eorrlitions  eoirdiine  to  proiiiiee  icint;.  TIu'refore,  for  eacli  ii-inu  evimt, 
estimates  were  macii'  of  liie  mass  ami  thickness  of  ice  for  lioth  freezing  rain  ami 
m-elou(l  ieina.  Ihi'se  two  tvpes  of  ieim;  represent  the  upper  and  lower  limits  of 
■  Iroii  sizes  that  nrodnee  natural  ieitii^.  Tlte  dili'erenee  in  drop  size  distriluii  ion  is 
the  reason  for  tiie  different  rearession  lities  for  freezing  rain  and  in--elot.id  ieine  in 
Injure  4.  The  mean  dronlet  diatneler  for  tlie  freezing  rain  leing  tests  was  alioiit 
HOO  /jmtforthi'  in-elou:l  iettig  tests  it  was  alioul  25  pm.  l-’reezine;  drizzle,  which 

tras  the  most  l■onln)on  wi'atiier  tvpe  for  the  leitig  <'venls.  has  droplet  diatiieters 
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hetween  200  atid  500  pm.'  ’  'I'he  ofitimutii  result  would  he  to  ha.i’  the  measured 
tiiass  of  ice  on  the  evlinder,  for  the  mixed  icing  or  freezing  drtzzh'  icing  events 
fall  soimnvhi're  hetween  the  Creezifig  rain  and  in-<  loi(d  icing  nica.siirenK'nt.s, 

2.2  Vnahsis 

T.ihlc  1  provides  i  nfo  rin  at  ion  on  14  icing  •■vents.  I'nfori  unat  e|  v.  it  was  a  drv 

'.\  iiiter  at  I  .oon  Mt.  and  little  data  were  'illi'eted  there.  Since  .leeess  to  the  summit 

uas  Jimiled,  the  two  events  that  are  listed  h.ive  missing  data,  and  I'or  the  14  .lamiarv 

event,  die  record  of  the  number  of  iiist  rumeia  evi-les  was  lost  so  it  is  not  i'crl.iin 

'hat  the  1  eoorli’d  inimher  .if  dele,i.)i'  .  veles  i-  onlv  for  that  e\etit.  rherefore,  the 

I, oon  Mt.  dal.i  are  iioi  eonsidered  m  atm  (ftrt (r-c  an.ili'.ses.  (he  K!  .l.iiiuari' 

event  at  West  for  1.  'he  ha’  aeeiifml.il  ion  w.is  not  siiM'ieient  ’o  produce  anv  deteclor 

eveles.  I'igiire  5  slioii  s  the  regresstoti  lities  for  M  ,md  M  ;  also  shown  aia^  circled 

r  e 

ooints  for  the  measured  mass  of  ice  on  the  •  vlin-ler  for  fhe  remaining  II  teing 
e-,erits.  llaeh  point  is  identified  hv  the  et  .-nt  inmdier  in  Tahle  1. 

Six  of  till’  eleven  ooints  in  l-igure  5  fall  hetween  the  regression  lines.  Two  of 
the  five  events  not  wiitlin  the  regression  lines  (mimbers  1  and  2)  were  the  result  of 
wet  snow.  Two  otber  events,  numbers  2  and  had  some  snow  mixed  in.  Alftiough 
the  iei'  detector  res()oiise  to  wet  snow  is  not  known,  tliis  small  sample  indicafes  tliat 
the  m.iss  tiuild-iip  of  ice  on  fhe  evliniier  per  instrument  evele  may  be  less  tlian  that 

ii.  Mason,  H..I.  (lt'7  1)  Tin'  Idivsies  of  Clouds,  2ud  ed.  .  tixi.trd  Liniversitv  i-’ress, 
l.oiidon,  l.’ngl.'md. 

■1.  liusehke,  R.l'!.,  I'ld.  (11)7  1)  (llossarv  of  Aleteorologv,  2nti  printing,  .American 
Meteorological  Soeiotv,  Hoston.  ^lassaehusetts 
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for  in -cloud  icing.  Although  an  effort  was  made  to  measure  icing  amounts  at  the 
conclusion  of  an  event,  it  was  not  always  possible  to  tell  if  icing  had  ceased,  and 
on  some  occasions  the  observer  could  not  be  present  at  the  conclusion  of  ii-ing. 

The  elapsed  time  between  the  end  of  icing  until  the  icing  amounts  on  the  cylinder 
were  observed  is  given  in  Table  1.  It  can  be  seen  that  events  d,  8,  and  d  were  the 
only  instances  where  more  than  1  hr  elapsed  before  the  observation  was  made. 

Even  though  temperatures  remained  at  or  below  freezing  during  this  period,  some 
loss  of  ice  on  the  cylinder,  due  to  melting  or  evaporation,  was  likely.  Therefore, 
all  of  the  points  below  the  in -cloud  icing  regression  line  in  Kiguri'  5  represent 
icing  events  which  either  involved  snow  and/or  a  substantial  period  before  observa¬ 
tion  allowing  for  ice  loss. 


Figure  5.  Regression  Fines 
for  the  Mass  of  Ice 
Measured  on  the  2.  5 -cm 
Diam  Cylinder  vs  the 
Numbc'r  of  Instrument 
Cycles  for  Freezing  Rain 
[Eq.  (D),  and  for  In-cloud 
Icing  Il'iq.  (2)]  Based  on 
the  Climatic  Chamber 
Tests.  Circled  points 
represent  the  mass  of  ice 
measured  on  the  cylinder 
vs  the  number  of  cvcles 
for  the  field  test  icing 
ev<'nts.  Event  numbers 
from  Table  1  identify  each 
point 
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The  icing  events  included  some  other  interesting  aspects.  For  instance,  icicles 
did  not  form  during  any  of  the  events.  Also,  the  two  heaviest  icing  periods  (events 
4  and  5)  occurred  with  only  0.  8  mm  (0.  03  in.  >  and  0.  5  mm  (0.  02  in.  )  of  melted 
precipitation,  respectively.  Both  events  were  part  of  a  static  synoptic  situation 
with  drizzle,  separated  by  a  period  of  time  with  no  precipitation.  Unfortunately, 
no  in-cloud  icing  occurred;  except  at  Blue  Hill  (events  1  and  2)  when  the  bulk  of 
resulting  ice  was  caused  by  wet  snow  which  formed  a  slush  that  froze. 

To  get  an  appreciation  of  our  method  for  determining  the  ice  thickness.  Fig¬ 
ure  6  shows  the  ice  thickness  curves  from  E'qs.  (6)  and  (7)  along  with  the  plotted 
values  of  the  actual  mass  of  ice  vs  the  average  of  the  VTT  and  the  MHI'l'  for  each 
icing  event.  These  results  indicate  that  the  radial  ice  thickness  approach  will 
provide  reasonable  estimates  of  ice  thickness  based  on  the  mass  of  ice. 


Figure  6.  Hadial  Ice 
I  hickness  t'urves  for 
!n-cloud  Ic'inglfrorn  Fq,  (6)j, 
and  for  l■Toczillt.'  Itain 
1  from  llq.  (7)]  vs  the  Mass 
of  lc(' on  ihc'  2.r)-em  Diam 
Cvlitider.  t'ircled  points 
represent  the  average  of 
the  M  fil  l'  and  lh<>  \  FJ'  vs 
the  aettial  mass  of  ice 
lueasurt'd  on  the  cylinder 
lor  each  King  event.  Fvent 
•!\inihers  from  Table  1 
identify  each  point 
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Examination  of  the  information  in  Table  1  and  Figure  5  leads  one  to  support  the 
potential  of  the  Rosemount  872DC  ice  detection  system  as  a  network  instrument  for 
making  objective  observations  of  ice  accretion.  Additional  data  need  to  be  collected, 
perhaps  in  a  climatic  chamber,  to  establish  regression  lines,  for  freezing  drizzle 
or  mixed  icing,  that  would  fall  between  those  for  freezing  rain  and  in-cloud  icing. 

3.3  Equipment  Problems 

The  optimism  expressed  in  the  preceding  section  is  tempered  by  two  problems; 
water  retention  on  the  flat  surface  between  the  ice  detector  strut  and  the  sensor, 
and  instrument  calibration.  The  problem  of  water  retention  on  the  strut  was  origin¬ 
ally  noted  at  the  time  of  the  chamber  tests.  During  the  heating  cycle,  melt  water 
from  the  sensor  flows  down  to  the  flat  surface  of  the  top  of  the  strut.  Surface  ten¬ 
sion  keeps  the  liquid  in  place  and  it  freezes.  With  subsequent  deicing  cycles,  the 
melt  water  can  eventually  surround  the  sensor  in  a  puddle  deep  enough  to  auto¬ 
matically  trip  the  deice  mode  even  though  the  actual  icing  may  have  stopped.  This 
occurred  during  prolonged  icing  tests  with  winds  less  than  about  15  knots.  When 
the  wind  was  stronger,  the  melt  water  was  blown  off.  It  was  not  a  problem  during 
the  in-cloud  icing  tests  that  had  winds  of  at  least  15  knots. 

Excessive  instrument  cycling  due  to  freezing  melt -water  occurred  during  two 
of  the  field  test  icing  events,  numbers  5  and  11.  These  were  corrected  to  the 
number  of  cycles  shown  in  Table  1,  by  analyzing  the  recorded  analog  output  for  the 
distinctive  shape  of  the  erroneous  cycle.  It  was  found  that  this  response  could  be 
artificially  duplicated  by  spraying  the  sensor  with  an  atomizer  through  several 
deicing  cycles  until  the  melt  water  reached  the  critical  depth.  At  that  point,  the 
instrument  would  cycle  automatically  every  time  the  puddle  froze.  Tilting  the 
detector  did  not  facilitate  the  flow  of  water  from  the  top  of  the  strut  until  its  angle 
from  the  vertical  was  more  than  60°.  Positioning  the  strut  at  this  angle  was  not  a 
viable  solution  since  the  instrument  response  would  become  a  function  of  wind  direc¬ 
tion.  The  most  practical  way  to  eliminate  this  problem  would  be  to  taper  the  top 
,)f  the  strut  to  facilitate  drainage.  Representatives  at  Rosemount  felt  that  this  could 
be  accomplished— but  with  additional  cost. 

The  four  87  2DC  ice  detectors  were  returned  to  Rosemount  for  evaluation  at  the 
conclusion  of  the  winter  field  tests.  When  purchased  in  March  1977,  the  ice  de¬ 
tectors  were  calibrated  at  the  factory  to  deice  (reach  the  trip  point)  when  0,  51  mm 
(0.02  in.  )  of  ice  accumulated  on  the  sensor.  Rosemount  found  that  two  of  the  de¬ 
tectors,  those  used  at  Westford  and  I.oon  Mt.  ,  were  only  slightly  out  of  calibration 
with  rt  trip  point  of  0.53  mm.  The  Hanscom  and  Biue  Hill  detectors,  however,  were 
substantially  out  of  calibration  with  trip  points  of  0.  44  mm  and  0.  39  mm  respective¬ 
ly.  Rosemount  was  unable  to  determine  the  cause,  but  noted  that  the  sensors  on 
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these  two  detectors  were  discolored.  They  felt  that  this  was  probably  caused  by 
overheating  that  caused  a  material  stress  that  affected  the  calibration.  The  dis¬ 
coloration  was  not  present  at  the  conclusion  of  the  climatic  chamber  tests  but  it 
did  become  apparent  at  the  beginning  uf  the  field  tests.  It  might  have  been  caused 
by  an  extended  period  with  the  hetiter  'fin'  while  testing  the  initial  installation  in 
the  field.  The  obvious  change  in  color  would  at  least  signal  the  need  for  recalibra¬ 
tion  if  this  happened  during  actual  use  of  the  detector  for  icing  observations. 

T  he  change  in  calibration  was  less  than  S'fo  for  the  VVestford  and  Loon  Mt.  de¬ 
tectors.  !■  <ir  the  Blue  HiU  and  Hanscom  <letectors.  the  respective  changes  in  cali¬ 
bration  of  dd*;;  and  14f'..  were  reason  enough  to  reexamine  the  results  in  Table  1  and 
t'iguri'  a.  T  he  tuimhei  of  <  v'ldes  at  Blue  Hill  and  tlansconi  in  J  able  1  were  de¬ 
creased  hv  24!i  and  14%  respectivfd v.  to  the  nearest  tenth  of  a  cycle,  and  all  th(> 
icing  events  uert;  rc'plotted  in  I'tgtire  7.  Th('  number  of  cvcles  for  event  No.  7  was 
not  ad|usted  because  the  detectors  at  Hanscom  and  Loon  Mt.  were  switched  after 
that  icing  I'vent,  hut  prior  to  the  collection  of  additional  data,  to  aid  in  correcting 
a  minor  wiring  problem.  TTie  adptsted  values  presented  in  l-'igure  7  do  not  affect 
the  gt'nerallv  positive  results  of  the  field  tests  nreseuted  previousiv. 
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I  igiirc  7.  Regression 
Lines  for  the'  Mass  of  leo 
M('a.sure<l  on  llic  ll.a-cm 
Diam  t'vlinder  vs  thi' 
Number  of  Instrument 
fvcles  for  l-reezing  Rain 
1  Id],  t  1 )],  and  for  In-clotid 
Icing  |Lq.  (2)|  Based  on 
the  (  Timatie  fhamber 
i  csts.  Circled  points 
re()resent  the  mass  of  ice 
measured  on  the  evlinder 
\s  tile  number  of  cycles 
adiustcd  to  compensate  for 
instruiTiont  error.  Event 
numbers  from  Table  1 
idenlify  each  point 
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4.  CONCLUSIONS 


A  limited  amount  of  surface  icing  data  was  collected.  At  the  four  sites  there 
were  eleven  icing  events  for  which  usable  data  were  obtained.  Kegression  equations 
for  estimating  the  mass  of  ice  on  a  2.5-cm  diam,  30.5-cm  long  cylinder  from  the 
number  of  detector  deicing  cycles  were  previously  developed,  from  i  limatic 
chamber  test  data,  for  freezing  rain,  and  in-cloud  icing.  These  conditions  repre¬ 
sent  the  upper  and  lower  limits  of  drop  sizes  that  produce  icing.  Most  of  the  icing 
events  in  the  field  were  a  mixture  of  precipitation  types  which  produced  a  measured 
mass  of  ice  on  the  cylinder  between  those  estimated  by  the  two  regression  equations. 
The  measured  mass  of  ice  was  subjectively  considered  to  be  substantially  below  the 
estimated  amount  in  only  three  events;  Nos.  2.  8,  and  9  (see  Table  1  and  Figure  7). 
However,  event  No.  2  was  the  result  of  wet  snow,  and  ice  measurements  on  the 
cylinder  for  events  8  and  9  were  delayed  for  a  substantial  period  after  the  end  of 
icing,  increasing  the  likelihood  that  some  ice  was  lost,  and  degrading  the  compari¬ 
son  with  the  estimated  mass. 

Unfortunately,  no  data  were  collected  for  in -cloud  i<dng,  a  phenomenon  that  is 
most  frequent  at  high  altitude  locations  exposed  to  the  passage  of  supercooled  cloud 
droplets.  This  tvpe  of  icing  has  become  a  critical  contemporary  design  problem 
due  to  the  proliferation  of  line-of-sight  communications  towers  that  are  being  lo¬ 
cated  on  mountain  tops.  Our  subjectH-e  opinion  is  that  the  Rosemount  87  2l)(.'  ice 
detection  system  would  provide  good  observations  of  in-eloud  icing  amounts  at  such 
locations.  This  opinion  is  based  on  the  regression  information  for  the  mass  of  ice 
vs  the  numoer  of  cycles  from  the  climatic  chamber  tests  for  in -cloud  icing,  and  the 
positive  indication  that  the  regression  lines  for  the  mass  of  ice  for  both  freezing 
rain  and  in-cloud  icing  delineate  the  mass  of  ice  measured  for  the  field  lest  icing 
events. 

The  major  hindrance  to  utilization  of  the  detector  "off-the-shelf"  for  making 
icing  observations  is  the  problem  of  retention  of  tnelt  water  on  the  flat  surface  area 
on  top  of  the  strut  on  which  the  sensor  is  located.  'J  his  retained  water  c:an  cause 
erroneous  lycling  upon  refreezing.  1  his  situation  occurs  during  light  winds 
(•>-  15  knots).  Since  stronger  winds  blow  the  melt  water  off,  it  is  not  a  problem  during 
in-cloud  icing  which  requires  fairly  strong  winds  to  blow  supercooled  droplets  past 
a  stationary  surface  to  form  ice.  The  problem  could  be  eliminated  by  tapering  the 
top  <5f  the  strut  to  facilitate  drainage. 


.■j.  RKCOMMENDATIONS  FOR  FUTURE  EFFORTS 

The  Rosemount  Model  872UC  ice  detection  system  has  strong  potential  as  a 
network  instrument  for  objectively  monitoring  ice  accretion  amounts  that  can  be 
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related  to  the  mass  and  thickness  of  ice  on  a  cylinder.  To  achieve  this  goal  for  all 
types  of  icing,  it  will  be  necessary  to  modify  the  Model  87  2  detector  (that  is,  taper 
the  top  of  the  strut)  to  facilitate  drainage  of  melt  water.  An  estimate  for  the  cost 
of  modification  has  been  provided  by  Rosemount.  It  will  also  be  necessary  to  con¬ 
duct  further  testing,  either  in  the  climatic  chamber  or  in  the  field,  to  establish 
regression  lines  (for  instrument  output  vs  mass  of  accumulated  ice  on  a  standard 
cylinder  size)  for  freezing  drizzle  and  mixed  icing.  This  effort  would  require  2  to 
3  years,  followed  by  additional  data  collection  at  sites  where  conventional  observa¬ 
tions  are  available. 

Another  option  would  be  to  utilize  the  four  model  87  2DC  ice  detectors  to  collect 
data  on  in-cToud  icing.  Modification  would  not  be  necessary  because  in-cloud  icing 
occurs  most  frequently  with  strong  winds  (>  15  knots),  which  are  necessary  to  carry 
supercooled  cloud  droplets  across  a  stationary  structure.  This  would  blow  melt 
water  from  the  detector.  In -cloud  icing,  frequently  referred  to  as  rime  icing,  is 
an  important  consideration  in  the  design  and  construction  of  communications  towers 
which  are  currently  being  placed  on  mountain  tops.  Our  knowledge  of  this  phenome¬ 
non  would  be  greatly  enhanced  if  observations  of  ice  amounts  were  made  in  con¬ 
junction  with  conventional  observations  at  mountain  top  locations.  We  have  learned 
at  Loon  Mt.  that,  until  enough  experience  has  been  gained  utilizing  the  Rosemount 
ice  detector,  such  a  remote  site  should  be  monitored  24  hrs  a  day  to  insure  the  best 
quality  data.  A  2  -  to  3 -year  data  collection  program  would  enable  more  refined 
estimates  of  rime  icing  amounts  at  other  mountain  top  locations. 


